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A ground-breaking new development for the measurement of deep black 
paints and coatings has been developed as a result of the cooperation between 
Orion Engineered Carbons, a leading global supplier of carbon black, and BYK-
Gardner, worldwide partner of the automotive, paint and plastic industries for 
quality control of color, appearance and physical properties.  

A new approach to measuring black

Results at a glance

 • Deep blacks can be measured 
objectively, repeatably and reliably 
with new instrument

 • The measurement results obtained 
in the optimized “jetness mode” 
correlate perfectly with the visual 
evaluation of the test panels

 • The benchtop spectrophotometer 
shows excellent repeatability
(σ = 0.0001) for deepest blacks 
(MY > 300; refl ectance < 0.1 %)

 • The inter-instrument agreement of 
the three tested instruments was 
below Y ≤ ± 0.003 in the test series
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Introduction

Black has become indispensable for automobiles, 
interior furnishings and many other everyday 
items. Current reports from various automotive 
paint manufacturers confi rm this trend [1]. For this 
reason, the reliable and reproducible measure-
ment of black color tones is increasingly impor-
tant. As a manufacturer of specialty carbon black, 
Orion has been involved for decades with the char-
acterization of black coatings and the resulting 
special measurement technology requirements.

For this purpose, Orion, which traces its corpo-
rate lineage to Degussa, developed special color 
indices many years ago for black measurement 
[2], which have been included in the standardiza-
tion. In accordance with DIN EN ISO 18314-3, the 
color properties of a black coating system can 
be described by the hue-independent blackness 
value MY (blackness), the absolute contribution 
of hue dM (undertone), and the hue-dependent 
blackness value MC.

The hue-independent blackness value MY is 
a measurement of the blackness of a coating
(equation 1). The hue-dependent blackness 
value MC (equation 3) considers the absolute 
contribution of hue dM (equation 2). This can be 
perceived as a blue undertone, if the calculated 
value of the undertone is positive (dM > 0) or as 
a brown undertone, if the value is negative (dM 
< 0). In these equations X, Y, Z are the CIE tris-
timulus values of the measured sample and Xn, 
Yn and Zn represent the ideal matt white sur-
face (Xn = 94.811, Yn = 100.000, Zn = 107.304, at 
D65/10°- conditions).

Black indices for the objective assessment of black color

Equation 1

Equation 2

Equation 3

  MY = 100 · log       => MY = 100 · log         = 100 · (2 - log Y)
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In addition to the use of special indices to describe 
the coloristic of black coatings, there are also spe-
cial requirements for the quality and design of 
spectrophotometers that are suitable for measur-
ing black color tones. According to DIN 5033-10: 
2022-03, a measuring instrument with a 45°c: 0° 
measuring geometry is preferable, as this geo-
metry correlates best with visual impression. The 
calibration of the instrument also plays a signifi -
cant role, as the resulting refl ection is very low for 
black samples.

Figure 1

45°/0° geometry for measuring the blackness value and the 

undertone
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When checking the quality of carbon black, the 
color characteristics of the fi nished coating system 
are the decisive parameters. Only when this can be 
measured reproducibly and reliably, it is possible 
to draw a correct conclusion about the product 
quality. Particularly in the case of very deep black 
coatings, the refl ection is < 0.5%. The correspond-
ing XYZ tristimulus values are also < 0.5. 

Using the example of table 1, small deviations in 
the Y tristimulus value for samples with low color 
depth only have a minor eff ect on the resulting MY 
value. However, this changes for deeply colored 
samples where the diff erence is much greater due 
to the logarithmic dependence of the blackness 
value MY on the tristimulus value (compared to 
fi gure 2).

This results in a very high repeatability require-
ment of ≤ ± 0.0005 for the measurement of the tri-
stimulus value Y. If several measuring instruments 
are being compared to each other, a deviation of 
the Y tristimulus value of ≤ ± 0.003 is required.

Requirements for instrumental color measurement of deep black tones

Y - tristimulus value ΔY Blackness value MY ΔMY

0,5219 228,2

0,5269 0,005 227,8 0,4
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The market’s demand for increasingly black paint 
systems led Orion to develop new, optimised pig-
ments. Orion uses color measuring instruments 
with 45°c:0° geometry to measure these deep 
black paint systems. These instruments in use 
still meet the requirements while operated with 
conventional light sources. This requires frequent 
tungsten filament lamp changes so that light 
intensity remains as constant as possible. The use 
of LED technology, on the other hand, provides 
long-term stable light intensity. The goal was to 
combine this new LED technology with the high 
demands on measurement accuracy in the area of 
measuring blackness. Despite an extensive search, 
no measuring device previously available on the 
market was able to meet these requirements.

In collaboration with Orion, BYK-Gardner took 
on the challenge of developing an instrument 
specifi cally for measuring the deepest black. To 
do this, various pigments were dispersed into a 
solvent-based paint system and then painted 
onto 68x68x1 mm glass plates, which were pro-
vided to BYK-Gardner. The glass plates were spe-
cial 1mm thin microscopy glass without inherent 
color. This resulted in six diff erent test plates (test 
1 - test 6) covering the entire “blackness range” 
(lower blackness/higher blackness, and blue/
brown undertone). The sample material was also 
checked visually in a light booth under D65 and 
strong focused light and diff erences were clearly 
visible as can be seen in table 2.

Sample Blackness

(lighter = +, darker = - ; 0-5)

Color cast

(brown =  - ,  blue = +; 0-5)

Sample 1
reference

0 - 5

Sample 2 -1 - 3-4

Sample 3 -2 - 4-5

Sample 4 -3 - 4

Sample 5 -4 + 5

Sample 6 -4 /-5 + 4

Table 1

Example influence of fluctuation of the Y tristimulus value on 

the blackness value MY

Figure 2

Dependency of the blackness value MY on the Y-tristimulus value

Table 2

Visual assessment of samples 1 - 6
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Implementation of customer requirements 

BYK-Gardner has been using LEDs as a light source 
for color measurement for decades. Special pro-
duction processes transform LEDs from a simple 
light source into high-performance LEDs, thus 
guaranteeing exceptional short-term as well as 
long-term stability. The resulting homogeneous 
illumination of the measurement area and tem-
perature control of the electronic components 
specifi c to each unit ensure highly reproducible 
results. With a repeatability of 0.01 ΔE* (10 mea-
surements on white) and an outstanding inter-
instrument agreement of 0.11 dE94 (individual 
tolerances for each color for better visual match), 
digital standards can be used. 

To measure deepest black with the required 
repeatability of Y ≤ ± 0.0005 and reproducibility 
of Y ≤ ± 0.003, the limits of technological feasibil-
ity have not only been challenged but expanded 
with new innovations.

Repeatable color measurement at minimum 

reflection 

As previously explained, the reflection of very 
deep black coatings is < 0.5%. The correspond-
ing XYZ standard color values are also < 0.5. Even 
marginal thermal noise from electrical compo-
nents can distort this low signal, thus infl uenc-
ing the measurement result. To improve what is 
known as the “signal-to-noise ratio,” the ampli-
fi ed high-performance LEDs are used with more 
power over a longer exposure time. The resulting 
higher light intensity leads to an amplifi ed signal 
and an excellent signal-to-noise ratio.

Black calibration with the “perfect” light trap

In the absence of perfectly absorbing surfaces, 
it was common practice in the past to use black 
glass as the standard for zero calibration. This 
resulted in scattered light during the measure-
ment of high-gloss samples, however, which was 
measured in the detector at 0°. To compensate 
this, the scattered component was determined 
and subtracted from the subsequent measure-
ments. The result was a limiting lower value for 
the measuring range that corresponded to the 
scattering light component.

The optics of the new instrument family have 
been optimized so that no measurable scatter-
ing light occurs. The measurement of the light 

trap and the black glass standard results in zero. 
Thus, for high-gloss, deep black samples, only the 
actual refl ection of the coating layer is measured. 
This results in lower Y and higher MY values, that 
correspond to both the physical reality and the 
visual appearance. These further developments 
mean that only a single black calibration with 
light trap must be carried out during the pro-
duction of the measuring device calibration on a 
light trap by the customer is not required.

Special calibration mode for black

In addition to the usual calibration for color 
using a white standard, a further calibration for 
measuring deep black is carried out using a dark 
grey calibration standard. The grey calibration 
standard defi nes the maximum brightness for 
the black measurement and expands the mea-
suring range for black accordingly. This is done 
once in the factory during production. Due to the 
expanded measurement range compared to the 
“normal” color measurement, the customer must 
use the enclosed black measurement standards 
for calibration and checking.

Stable and reproducible black color control 

The optimizations described above have been 
implemented both in a new benchtop instru-
ment and in the existing portable family by 
means of a new “jetness mode.” By activating the 
corresponding black measurement indices, the 
instruments automatically switch to the “Jetness 
Mode” with increased measuring accuracy for 
deep black.

However, not only the measuring instrument, 
but also the preparation of the test equipment 
must meet the highest requirements, as even 
the slightest impurities on the test panels to 
be measured can lead to signifi cant deviations 
in the measurement results. Only a very careful, 
repeated cleaning with distilled water and lint-
free laboratory cloths - if necessary, isopropanol 
in the case of heavy impurities/streaks - enables 
a correct measurement suitable for checking the 
modifi cations. The cleaning result is evaluated by 
means of an LED fl ashlight using strong, focused 
light, as faint streaks cannot be detected under 
normal/diff used light. Details on sample prepa-
ration can be found in the article “Black, the fi ne 
details,” in the European Coatings Journal. [3]

New measuring technology breaks the boundaries of color measurement
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The cleaned samples are tested under laboratory 
conditions by means of online measurement 
through 50 immediately successive individual 
measurements in “jetness mode.”  The results are 
evaluated in a proprietary data analysis software. 

The goal of each spectrophotometer should be to 
measure what the eye sees. If the measurement 
results for the hue-independent blackness value 
MY and the absolute contribution of hue dM from 
fi gure 4 are compared to the visual assessment in 
table 2, the results of the new benchtop correlate 
very well with visual appearance. The measured 
blackness value increases steadily from test 1 to 
test 6, beginning with an MY of 230 to a maximum 
MY of approximately 375. Sample test 5 and test 6 
show a distinct blue undertone with a dM of 16.4 
and 12.3, whereas the sample tests 1 - 4 are in a 
brown to neutral range. Figure 4 shows the tristimulus value Y of the sam-

ple tests 4 - 6 in 50 individual values each as well 
as the calculated average value. Although the test 
specimens for tests 4 - 6 were deep black samples 
with an MY > 300 and a refl ection of < 0.1 %, the 
optimized benchtop spectrophotometer showed 
an unsurpassed repeatability for all three speci-
mens (σ = 0.0001). The very high repeatability 
requirement of the measurement Y ≤ ± 0.0005 on 
the part of Orion was unquestionably confi rmed 
in this series of measurements.
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Figure 3

Average MY and dM after 50 individual measurements

Figure 

Tristimulus value Y from tests 4 - 6 
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To determine the inter-instrument agreement, the 
test samples 1 - 6 were tested again with three 
instruments through 50 immediately successive 
individual measurements in “jetness mode.” For 
this purpose, the samples were cleaned before the 
fi rst measurement, but they remained the same 
when switching between the instruments in order 
to rule out deviations due to repeated cleaning.   
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Conclusion

The challenge of measuring deep black colors 
objectively, repeatedly and reliably has been 
mastered with the pro instruments from BYK-
Gardner. Technical performance is outstanding, 
even with deep black samples with a hue-inde-
pendent blackness value MY of close to 400. The 
new, optimized instrument families open com-
pletely new perspectives to control color har-
mony of any color, even deepest blacks, with an 
unsurpassed accuracy needed for reliable quality 
control as well as a good correlation to our visual 
perception. Using the new benchtop spectropho-
tometer not only enables the reliable measure-
ment of all specialty carbon blacks from Orion 
Engineered Carbons already available today, but 
also the ground-breaking new developments in 
the high-jetness area in the future. 

The outstanding reproducibility of all three 
instruments with regard to the hue-independent 
blackness value MY shown in fi gure 5, can only be 
achieved through absolutely stable and compa-
rable values for the Y tristimulus value. The devia-
tion was below the required value Y ≤ ± 0.003 for 
all three tested instruments.    

Figure 56

Average MY and dM after 50 individual measurements
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All statements given by Orion Engineered Carbons GmbH as well as its affi  liates, including for example Orion Engineered Carbons S.A. (“Orion”) herein are 
provided for information purposes only and are given as of the date of this document and are based on the knowledge on the date of the document. ORION 
DOES NOT GIVE ANY REPRESENTATION OR WARRANTY THAT THE CONTENTS OF THE GIVEN STATEMENTS AND INFORMATION ARE CORRECT OR ACCURATE. ANY 
LIABILITY OF ORION WITH REGARD TO THE CONTENTS PROVIDED ARE HEREBY EXPRESSLY EXCLUDED. Orion does not give a warranty with respect to any results 
to be obtained from such information, any uses of such information or with regard to the non-infringement of any proprietary right. Nothing stated herein shall 
be construed as a license of or recommendation for use, especially with concern to the potential infringement of any proprietary right. Use or application of 
such information or statements or the material or systems described herein are at user’s sole discretion and risk. The user acknowledges that Orion shall bear 
no responsibility or liability for any use or application of such information or statements or the material or systems described herein. All sales are subject to the 
respective standard terms and conditions of Sale issued by Orion including but not limited to the limitation of liability contained therein. The Orion standard 
terms and conditions of Sale can be reviewed, downloaded and printed under 
https://orioncarbons.com/en/general_conditions_of_sale_and_delivery_orion_engineered_carbons_europe_africa.pdf. 
Any and all information disclosed by Orion herein shall remain the property of Orion.
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